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INTRODUCTION

' This study examined the feasibility of using a radiation

therapy treatment-planning computer (TPC) designed
for clinical radiotherapy, to calculate patterns of depth
dose and tissue-to-air ratios (TAR's) for objects irradi-
ated in the Cobalt-60 Facility at the Armed Forces
Radiobiology Research Institute (AFRRID. The TPC was
used to calculate patterns of depth dose for four
eylindrical phantoms of different sizes.” Thesc results
were then compared to patterns of depth dose and
TAR's measured in the cylindrical phantoms exposed
both unilaterally and bilaterally in the Cobalt-60
Facility. The effects of various parameters [such as
distance from source, size of phantom, and type of
expasure (unilateral or bilateraj)] on the patterns of
depth dose and TAR's were also investigated.

MATERIALS AND METHODS

Treatment-Planning Computer

»

The computer analysis was made with a TPC [ Atomic
Energy of Canada, Ltd. (AECL) Program Number QTR
11, Version Number TPO5A] at the Naval Hospital,
Bethesda, Maryland. Two modes of computation were
used: fixed rectangular beam mode and irregular field
mode.

The fixed rectangular beam mode used a 35 em x 35 em
collimated beam as the source, and corrected for the
contoured surfaces of the phantoms. Because of this
correction feature, patterns of depth dose were deter-
mined with this mode. The irregular field mode consid-
ered the source to be uncollimated but did not account
for the effects of a contoured surface.- This mode is
used primarily for point dose calculations; in this study,
it was used to calculate midline TAR values.

Cobalt-60 Facility

Experimental work was done in the AFRRI Cobalt-60
Facility (deseribed in reference 1). The facility has two
planar sources, which may be raised either separately
for unilateral irradiations or together for bilateral
irradiations. As of April 1983, each source contained
the maximum of 48 cobalt ribbons with an activity of
833 Ci each.

- o .
S -
I T

)




e o e
Pabaiaaite ou st s S o

. ]
e et )

o rvr_.r.r,..,f,'
. @ L R

v, -

o

b g ot o o o o
. .

BT salnae

Phantom Specifications

The dimensions of the cvlindrical Plexiglas phantoms
used in this study are shown in Table 1. The phantoms
were filled with tap water and equilibrated overnight at
room temperature for all measurements. Because of
the construction of the short phantom, measurements
of depth dose could be experimentally performed only
on its central axis.

Table 1. Dimensions of Phantoms Used for Depth-Dose Measurements

Phantom
Large Vedium Small Short
Height (cm) 32.0 32.0 32.0 15.7
Diameter (cm) 15.0 12.6 9.5 7.5
Wall Thickness (mm) 4.5 6.0 3.0 3.0
Closest Distance * (mm) 8.0 13.5 11.0 -

*Refers to how closely ionization chambers were placed to edge of phantom. due to radius
of chamber holder and thickness of phantom wall, for front. back, and side measurements

Measurements

Patterns of depth dose and TAR's were measured using
five different 0.5-cc tissue-equivalent (TE) ionization
chambers. Two of these chambers were manufactured
by Exradin; the other three were fabricated at Illinois
Benedictine College (Lisle, Illinois) (2). No significant
differences were observed among the chambers when
comparisons were made among them by repeating
certain measurements. A bias of + 100 volts was
applied across the chambers for all measurements, and
an average of the readings at opposite polarities was
taken to minimize the effects of the cable currents,
which were tvpically 1%-2% of the ionization currents.

The ionization current was read by a Keithley 616
digital electrometer (Keithley Mecasurements Ine.,
Cleveland, Ohio). Readings were taken at 5-second
intervals through a Hewlett-Packard Data Acquisition
unit  (Model 3421A) (Hewlett-Packard Company,
Corvallis, Oregon) connected to a Hewlett-Packard
desk-top computer (Model 85).
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> Calculations

The TPC was used to calculate midline TAR values and
to print contour plots of the patterns of depth dose
normalized to the dose received at the midline of the
phantom.

To determine experimental TAR values, the ionization
current obtained when the chamber was placed at the
center of the phantom was divided by the current
measured with the chamber free in air (using a 0.5-em
buildup cap). Experimental values of depth dose were
determined by measuring the ionization current at
different points inside the phantoms, and then normal-
izing each reading to the midline reading for the
central section.

RESULTS

Representative depth-dose printouts for the phantoms
are shown in Figures 1 and 2. Table 2 lists calculated
and measured midiine TAR values, which agreed within
+ 2.5% in all cases. The calculated TAR's in Table 2
were taken from the irregular field mode of the TPC.
The fixed rectangular beam mode produced TAR's that
differed significantly from those of the irregular field
mode. This was apparently due to the use of standard-
ized TAR tables with the fixed rectangular beam mode,
as opposed to actual TAR calculations used in the
irregular field miode.
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’ Figure 1. Cualeulated distributions ot dose in a cvlindrical phantom (13
cm diameter, 32 cm heght) unilaterally irradiated at distances of
(A) 100 con. contral transverse cross section, (B) 300 ¢m. central trans-
g

verse cross section, and (C) 100 cm. central longitudinal cross section
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Figure 2. Calculated distributions of dose in cyvlindrical phantom (15
cm diameter, 32 om height)y bilaterally nrradiated at 100<cm distancee
in (A) central transverse cross section, (B) transverse cross section
1 ¢m from end of phantom, and (C) central longitudinal cross section
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Table 2. Tissue-to-Air Ratios®

Mistance (em)

SRl 2 S R ol - BT

Phantom Exposure From Source Caletlated Fxperimental
large: Unilateral 100 0.885 0.867
200 0.885 0.877
300 0.885 0.873
Bilateral 100 0.885 0.868
200 0.883 0.863
300 0.885 0.863
| Medium: i nilateral 100 0.914 0.899
200 0.914 0.898
300 0.913 0.906
Bilateral 106 0.914 0.898
200 0.914 0.894
300 0.913 0.880
Simnll: Unilateral 100 0.950 0.945
200 0.948 0.945
, 300 0.948 0.936
}ﬁlntorn} 100 L9530 0.937
200 0.948 0.929
300 0.946 0.92
| Shert: ! nilateral 10D 0.966 0.967
| 200 0.966 0.970
! 300 0.955 0.955
{
| Bijateral 100 0.966 0.966
f 200 0.966 0.961
'L a0 0.935 0.955

F i e e el R MR aani e aedh o ey etk aSER AlE ) |

T AR~ #ppiv to -midline of central cross section of exch phantom.

Fxperimental and caleulated patterns of depth dose for
the central cross sections were compared at three
critical points near the surface of the front (beam
entrance), back (beam exit), and side (beam tangent) of
cach phantom (see Tables 3-3). For these comparisons,
the calculated values were taken from contours of

depth dose as shown in Figures 1 and 2. Agrecment
hetween caleuliated and measured dose distributions was
within 2% for most points; the greatest difference was
4.39%.
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Table 3. Large-Phantom Depth-Dose Patternn®
Caleuinted Experomentad
Distance (em? Exposure Position () e
[
300 Unilateral Front 123 127
Back T4 T
Side 109 1y
Bilateral Front Back 100 100
Side 109 109
200: Unilateral Front 128 129
Back T3 o™
Side 108 110
Bilateral Front Back 101 101
3 Side 110 104
100: Unilateral Front 136 136
[ Buck 658 71
3 Side 107 108
o
Bilaternl Front Back 102 102
Side 108 108
* Numerical entries in Tables 3-6 represent dose at each point,
relative to a dose of 100% at midline 1 central cros< <ection
of each phantom
Table 4. Medium-Phantom Depth-Dose Patterns
Caleulated  Fxperimental
Distance (ecm) Exposure Positirn (%) 1%,)
300: Unilateral Front 118 121
Rack Ta T
Side 167 106
Bilateral Front Back 9 99
Side 106 106
200 Untlaternsl Front 119 123
ek T T
Side tn7 1016
Bilatern) Front Back 1nn T
[icte 106 T
BRI Unilaters] Front . T
Rueck A w4
Side 1k 1y
Rilsrers] Front Regek Thn M
Side 11h° T
!
e P o I |
Y
s R e ST ST T AR
- " 4t ana o tatanratan a a.al PRI SR N W . e PP NS WV S TP P Y e PRI G Ty 9 o |




e Y. R S - 4 MLAR PRI ) D aduitadtie i

Table 3. Small-Phantom Depth-Dose Patterns

Caictiinted Fxperimental
Distance (em) Exposure Poasition R (%)
300, Front 113 114
Ruck 24 <4
Side 108 1o
Buateral Front Back vy R
Side 100 INE
200 Unilaters] Front 114 i1
T Baek 44 20
Side 104 g
Bileateral Front Back R Hin
Sicde 103 104 !
UL Unilatersl Front 118 iy
STTAIN R{) %1
Sidie 103 103
8 Hilateral tront Ruack dy 10
Sirte 103 103
F.
{;'- Finallv, measured and ealculated patterns of depth dose
k‘ were compared in eross sections 1 em from the end of
j the phantoms (i.e.. near the head or tail). At this
location the measured doses were consistentlv higher
than caleulated. with a maximum difference of 14.4%
, {(Table 6).
P‘
1
J
3 Table 6. Depth-Dose Patterns Near Phantom Ends
: Distanes Caleulated Experimentsad
X Phantam ‘emt Fxposiyre Position () (*)
y -
3
p- lnrge: o Lmilaters] Center 8R ot
] Frant Nt 127
2 |
- i Rack h6 AT
N } Side 94 mn7
- [ Large: 1on Bilaterni Center un 93
" [ Front Rack a2 a8
- i Side a6 103
._. P vin Fnilatera Center RY 4“5
‘, ] Front 04 e
i ! Resck 70 3
' Siede- ur 104
' ‘x
» PN s Lrviaternl tenter an 96
b ' Front {od 13
i Rack Th 79
',. L Side RIS 103 __J
;
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g
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DISCUSSION

The results of this study demonstrate that an AECL
radiotherapy treatment-planning computer (TPC) may
be used successfully, with certain limitations, for cal-
culating dosimetry for irradiations of the AFRRI
Cobalt-60 Facility. Accurate TAR's were obtained
when the TPC was operated in the irregular field mode,
and patterns of central cross-section depth dose gener-
ated in the regular field mode agreed well with
measurements made at selected points. Difficulties
with the TPC arose in the inaccuracy of TAR's obtained
from operation in fixed rectangular beam mode and also
apparent errors in calculated dose patterns near the
ends of each phantom.

The following factors contraindicate the use of
standardized TPC programs for the AFRRI Cobalt-60
Facility: (a) The AFRRI Cobalt-60 Facility is a large,
uncollimated source compared to the small, well-
collimated sources used in typical teletherapy units.
(b) The roughly 3% scatter component of the AFRRI
Cobalt-60 Facility arises primarily from the floor of
the room, whereas scatter radiation from a teletherapy
unit is primarily forward scatter from the collimator.
(e¢) The TPC is normally used for small-field irradiation
of relatively large objects, whereas the AFRRI Cobalt-
60 Facility is used for total-body irradiations of small
objects. Consequently, it is not surprising that the
calculated patterns of depth dose near the ends of the
phantoms differed appreciably from measured values.

The inaccurate TAR's generated in operation of the
fixed rectangular beam mode indicate that due caution
is required when using any TPC. Comparison of TAR's
for several different configurations led to the conclu-
sion that the TPC used a simple reference table of
TAR's based on depth and size of field when in the fixed
rectangular beam mode. Only in the irregular field
mode did the TPC use the dimensions of the phantom in
calculating TAR's.

Finally, the data in this report illustrate the degree of
nonuniformity in doses delivered to cylindrical phan-
toms irradiated in the AFRRI Cobalt-60 Facility. The
data are summarized in the following:
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In unilateral irradiations, the maximum dose
was delivered to the center of the front
surface of the cvlinder and the minimum dose
to the back, near either end.

Even for the small phantom, unilateral irradia-
tions were neither uniform nor moderately
uniform. [ As defined by the International
Commission on Radiation Units and Measure-
ments (3), uniform and moderately uniform
dose distributions are those in which the ratios
of the maximum dose to the minimum dose ar~
below 1.10 and 1.30, respectively. ]

For bilateral irradiations, the maximum dose
was delivered to the side surface (beam
tangent) and the minimum dose to the midline,
near either end.

For the larger phantom (15 em in diameter),
even bilateral irradiation did not produce a
uniform dose distribution.

The above findings emphasize the importance of
detailed studies of depth dose, particularly for speci-
mens larger than about 12 cm in diameter irradiated in
the AFRRI Cobalt-60 Facility.
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